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Preventing Heel Pressure Ulcers and Plantar Flexion in the Non-ambulatory Patient
Prevalon™ Pressure-Relieving Heel Protector and Foot & Leg Stabilizer Wedge from Sage Products
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POLICY:

The Prevalon Pressure-Relieving Heel Protector will be used on all non-ambulatory patients at risk for developing heel pressure ulcers and plantar flexion of the foot. The Prevalon Foot & Leg Stabilizer Wedge will be used to help prevent external rotation.

PURPOSE:

To help prevent pressure ulcers on the heel by maintaining heel suspension and to help prevent plantar flexion by maintaining the neutral position of the foot. 

RISK FACTORS/CONDITIONS:

Predictors:


Total Braden Score of 18 or less


Braden Mobility Score of 1 or 2


Braden Activity Score of 1 or 2


Expected immobility > 6-8 hours


Inability to move leg or legs, numbness of leg(s), arteriosclerosis of leg(s) (absent pulse, hair)

Key Co-morbidities:


Diabetes mellitus, stroke, PVD, hemiparesis, quadriparesis, malnutrition (low albumin < 3.5/Braden Nutrition 


Score of 1 or 2)


Unconscious, comatose, spinal cord or head injury, peroneal nerve injury, leg or other trauma 


Orthopedic and other surgeries that limit motion of the legs (hip fractures, THR, TKR), leg compartment syndrome

 
On medications such as sedatives, paralytics and vasopressive medications

EQUIPMENT NEEDED:

#7300 Prevalon Pressure-Relieving Heel Protector (1 per foot); #7350 Prevalon Foot and Leg Stabilizer Wedge (1 per foot to prevent external rotation)

PROCEDURE:

1. Follow skin care procedures for assessment, cleansing, moisturizing and treatment of the heel and foot.

a. Remove the heel protector q-shift and inspect the patient’s skin. 


b.
Cleanse and moisturize the skin daily.


c.
Follow procedures for assessing pedal pulses and performing range of motion exercises.


d.
Use heel protector on patient only while in bed. DO NOT allow patient to stand or walk while wearing.

2. Putting the heel protector on the patient.

a. Start with the heel protector inside out so that the gray lining is facing out.

b. Place the heel protector on the bed with the long side next to your patient’s leg. Make sure the gray lining is facing up, away from the mattress.

c. Carefully lift the leg and position the heel over the opening. Support the knee to prevent hyperextension.

d. With the heel resting in the opening, pull the heel protector’s sides up and around the foot, ankle and lower leg. Make sure each side is pulled up completely (to properly seat the heel, ankle and lower leg).
e. Attach the stretch panels to the heel protector’s sides starting with the wide black panel, then the white panel, then the narrow black panel at the side of the foot.

f. Adjust the stretch panel on both sides of the patient’s foot for a secure fit. DO NOT overtighten.

g. Check by looking or feeling to make sure the heel is floated in the opening at the bottom of the heel protector. If it is not, reposition the heel and readjust the stretch panels.

h. Use a pillow or cushioning to support the leg(s) for additional comfort and positioning.

3. Using the heel protector with a sequential compression device.

a. Put the sequential compression device on the patient according to your protocol.

b. Follow steps (a) through (d) as explained above.

c. Before attaching the stretch panels, feed the tubing through the opening in the wide black stretch panel.

d. Attach the stretch panels to the heel protector’s sides starting with the wide black panel, then the white panel then the narrow black panel at the side of the foot.

e. Make sure the tubing is not kinked or compressed against the patient’s skin.

f. Adjust the stretch panel on both sides of the patient’s foot for a secure fit. DO NOT overtighten.

g. Check by looking or feeling to make sure the heel is floated in the opening at the bottom of the heel protector. If it is not, reposition the heel and readjust the stretch panels.

4. Using the foot and leg stabilizer wedge with the heel protector.


a. 
To attach the stabilizer, secure the foam wedge to the outside of the heel protector (lateral position of 


    
the leg).


b. 
Lift the leg, slide the clear panel under the heel protector, and attach it to the inside (medial side of leg).


c. 
Make sure the stabilizer is secured on both sides of the heel protector and the foot is in the desired position. 


d. 
Readjust if necessary.

5. Removing the heel protector from the patient.


a. 
Remove q-shift and inspect the patient’s skin. If the stabilizer is used, detach it before removing the 

         
heel protector.

b. 
Detach the stretch panels.


c. 
Remove the heel protector from your patient’s foot.


d. 
Turn the heel protector inside out to air out and make reapplication easier.

6. Cleaning the heel protector.


a. 
The heel protector can be wiped clean with a damp cloth during use.

7. Documentation:


a. 
Document completion of the procedure on the appropriate form.
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